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Abstract
Purpose We aimed to investigate comparability

of LV volumes, function, and mass acquired with

three steady-state free precession (SSFP) pulse

sequences, simulating typical vendor and protocol

specific differences in data acquisition.

Methods Twenty-one healthy subjects (11 male

and 10 female; age range 23–49) underwent

cardiac magnetic resonance (CMR) imaging at

1.5 Tesla (T). A complete stack of short-axis

views covering the entire left ventricle (LV) were

acquired for each of the three SSFP sequences,

differing in the interslice gap and slice thickness

(7 mm with no gap (7/0 mm); 7 mm with a 3 mm

gap (7/3 mm) and 6 mm with a 4 mm gap (6/

4 mm)) with slight variations in acquisition

parameters. For each sequence, the LV volumes,

function, and mass were determined. Intra- and

inter-observer variability and inter-study repro-

ducibility were assessed for all protocols.

Results All LV volumes, function and mass

parameters were similar for the three SSFP

sequences (P > 0.05 for all). The LV ejection

fraction for the 7/3 mm sequence was 67.2 ± 6.0,

67.4 ± 5.3 for the 7/0 mm sequence, and the 6/

4 mm sequence was 69.2 ± 5.7. The LV mass

ranged from 119.8 ± 32.4 for the 7/3 mm

sequence to 122.2 ± 34.0 for the 7/0 mm

sequence. Variabilities were low with no differ-

ence in variability between the sequences.

Conclusion The three SSFP pulse sequence

techniques resulted in similar LV volume, func-

tion, and mass measurements with no difference in

observer and interstudy variabilities. This may

allow application and transfer of LV volume

studies and databases based on different imaging

parameters, at different CMR sites, with a given

post-processing method. Future multi-centre stud-

ies may now be in a position to consider multi-

vendor study designs for LV volume studies.
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Abbreviations

ANOVA Analysis of variance

CMR Cardiovascular magnetic resonance

CoV Coefficient of variability

FLASH Fast low angle shot

MRI Magnetic resonance imaging

T Tesla

TE Echo time
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TR Repetition time

LV Left ventricle

SD Standard deviation

SSFP Steady-state free precession.

1 Introduction

Cardiovascular magnetic resonance (CMR) imag-

ing is accurate and reproducible in measuring left

ventricular (LV) volumes [1–3]. Evaluation of

cardiac function parameters is necessary to diag-

nose heart disease and monitor ventricular func-

tion [4]. To diagnose, assess prognosis, and

evaluate a patient’s response to therapy, cardiac

function parameters must be both accurate and

reproducible [5–7].

The steady-state free precession (SSFP) pulse

sequence at 1.5 Tesla (T) has been accepted as

the preferred acquisition technique for cardiac

functional assessment because it provides high-

quality images with improved border definition

compared to gradient echo sequences, such as the

fast low angle shot sequence (FLASH) [3]. SSFP

is the sequence of choice for analysis of ventric-

ular function because of the excellent endocardial

contour contrast, resulting from the contrast

between the ventricular blood and myocardium

and between the myocardium and epicardial fat

[8]. Further, this pulse sequence has been vali-

dated in animal models [9, 10].

Different manufacturers of CMR machines

alter subtle aspects of the SSFP acquisition

parameters, such as resolution, flip angle, slice

thickness, and interslice gap. From a clinical

perspective, it is critically important that results

obtained from different CMR machines and from

various manufacturers are interchangeable as

even small differences in cardiac parameters can

influence patient treatment, e.g. Implantable car-

dioverter defibrillator indications are partly based

on cut-off values for ejection fraction of less than

30 or 35%. Various groups have determined

cardiac parameters using SSFP for normal popu-

lations [1, 11, 12]. Although all these sequences

are described as SSFP, it is unclear whether the

cardiac volume, function, and mass measurements

are comparable with different acquisition param-

eters. Moon and colleagues [3] have previously

demonstrated that different sequences, FLASH

and SSFP, result in significantly different left

ventricular volumes and masses. Different param-

eter selection and slice thickness within the SSFP

sequence may also influence cardiac parameters.

To date, no study has compared variations within

the SSFP pulse sequence technique.

The accuracy and reproducibility of breathhold

CMR in analyzing cardiac volumes, function, and

mass in heart failure compared to echocardiogra-

phy allows for a reduction in the number of

patients needed to prove a hypothesis in clinical

trials [5]. We propose that if SSFP pulse sequence

techniques are interchangeable from site-to-site,

then multi-center trials will benefit because CMR

will allow for combining patients from different

sites.

The purpose of this study was to compare three

SSFP pulse sequence techniques with slight vari-

ations in slice thickness and interslice gap, flip

angle, repetition time (TR), echo time (TE),

matrix size, and field of view, to determine if the

techniques are comparable and therefore inter-

changeable. We hypothesized there would not be

a significant difference among the three SSFP

pulse sequence techniques.

2 Methods

2.1 Study population

Twenty-one healthy subjects with a mean age of

30 ± 7 years (11 males, 10 females) were investi-

gated. All subjects were non-smokers with no

family history of coronary artery disease and a

normal resting electrocardiogram. The mean blood

pressure was (123 ± 15)/(77 ± 10 mmHg), heart

rate was 63 ± 11 bpm, the mean weight was

72 ± 13 kg with a mean body mass index of

24 ± 3 kg/m2 and mean body surface area was

1.86 ± 0.19 m2. Subjects with typical contraindica-

tions to magnetic resonance imaging (MRI), such

as claustrophobia or pacemakers, were excluded.

The study was carried out according to the princi-

ples of the Declaration of Helsinki and was
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approved by our institutional ethics committee.

Each volunteer gave informed written consent.

2.2 Magnetic resonance imaging protocol

All subjects were examined on a 1.5T Siemens

Sonata imager (Siemens Medical Solutions,

Erlangen, Germany) with Syngo software Version

21B, equipped with high performance gradients

(40 mT/m peak, 200 T/m/s slew-rate), prospective

electrocardiographic gating and the subject in the

supine position. A standard six-channel anterior

cardiac array and two-elements of the integrated

spine array coil were used. Three experienced

operators performed the scans (LEH, SEP, JMF).

After localization and piloting, a short-axis stack

was acquired parallel to the atrioventricular

groove to cover the entire left ventricle in the

standard way [12, 13] for the 7/3 mm (TE/TR 1.5/

3.0 ms, flip angle 60�, temporal resolution 45 ms,

slices/breathold 1, matrix size 256 · 202, field of

view 380 · 309 mm) identical to those parameters

described by Hudsmith et al. [12] and consistent

with the parameters used by Moon et al. [3], 7/

0 mm (TE/TR 1.5/3.0 ms, flip angle 60�, temporal

resolution 45 ms, slices/breath-hold 1, matrix size

256 · 202, field of view 380 · 309 mm) as the

above sequence but without the 3 mm gaps, and 6/

4 mm sequences (TE/TR 1.7/3.4 ms, flip angle 55�,

temporal resolution 42 ms, slices/breath-hold 2,

matrix size 192 · 192, field of view 360 · 292 mm)

duplicating that of the parameters described by

Alfakih et al. [1]. All images were acquired

during breath-hold in end-expiration. The total

examination time was approximately 40 min for

each subject.

2.3 Image analysis

Blinded analysis was performed using Argus soft-

ware (Version 2002B, Siemens Medical Solutions,

Erlangen, Germany). The end-systolic and end-

diastolic frames were independently chosen by

each observer. Using the standard format [12, 13]

on each end-diastolic frame, endocardial and

epicardial borders were manually traced, and an

endocardial border was manually traced on each

end-systolic frame. The end-diastolic frame was

defined as the image with the largest ventricular

volume in each series, and the image with the

smallest ventricular volume was chosen as the end-

systolic frame. The interventricular septum was

included as a part of the left ventricle. From these

data, the ejection fraction, LV end-diastolic vol-

ume, LV end-systolic volume, stroke volume, and

LV mass were calculated. Myocardial mass was

calculated by multiplication of the tissue volume by

1.05 g/cm3 (specific density of myocardium).

2.4 Reproducibility and variability

The inter-study reproducibility was assessed

(MEH) by re-imaging seven subjects one to two

days after the first scan. Inter-observer variability

was assessed by a second observer, analyzing seven

of the data sets (JMF). For the intra-observer

variability, one observer (MEH) analyzed the first

seven data sets and waited six weeks to re-analyze

the same seven data sets.

2.5 Statistical analysis

All data are presented as mean +/– standard

deviation (SD) unless stated otherwise. Inter-

study reproducibility, inter- and intra-observer

variability were assessed using the method of

Bland and Altman [14]. The coefficient of vari-

ability (CoV) was calculated as the SD of the

differences between the two sets of measurements

divided by the mean value of the parameter under

consideration. Repeated measures of analysis of

variance (ANOVA) were used to test for differ-

ences for continuous parameters among the three

sequences used. Throughout the analyses, a two-

sided P-value of <0.05 was considered statistically

significant. All computations were performed

with SPSS 11.5 (SPSS Inc., Chicago, US). Sample

size calculations were performed before the

initiation of the study based on the following

assumptions: repeated measures ANOVA, SD for

LV mass in healthy population [1], power 90%,

alpha 0.05 and a difference of 10% of LV mass as

the change to be detected.

3 Results

CMR imaging was well tolerated by all subjects.

All datasets were of good image quality and
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included in the study. Images acquired of a

healthy female subject using the three SSFP pulse

sequence techniques are shown in Fig. 1.

The LV volumes, function and mass for each

sequence are displayed in Table 1. There was no

significant difference in all LV parameters using

the three acquisition techniques (P > 0.05), with

similar normal ranges for healthy volunteers.

There was a trend for sequence 6/4 mm to have

an increased LV ejection fraction (P = 0.07) and

a reduced end-systolic volume (P = 0.05).

There was no systematic difference in variabil-

ities for the three sequences (Table 2). The LV

ejection fraction and LV mass for the intraob-

server variability are displayed in Figure 2. The

intraobserver variability was lowest using the 6/

4 mm technique for the LV ejection fraction, LV

end-diastolic volume, and LV mass. For the LV

ejection fraction, the interobserver variability was

lowest for the 7/3 mm technique, and highest for

the 6/4 mm technique.

4 Discussion

The purpose of this study was to quantify LV

volumes, function and mass using three SSFP pulse

sequence techniques to assess if the techniques are

comparable and therefore interchangeable. We

have shown that the three pulse sequences result in

no significant differences in left ventricular vol-

umes, function, and mass. Our results for the 6/

4 mm technique were comparable to the normal

range of cardiac parameters published by Alfakih

Fig. 1 Mid-ventricular short axis slices acquired during
end-diastole in a healthy female subject using three steady-
state free precession pulse sequence techniques, with
endocardial and epicardial contours drawn on the left

ventricle. (A) 7 mm slice thickness with a 3 mm gap, one
slice per breath-hold. (B) contiguous images acquired with
no gap at 7 mm, one slice per breath-hold. (C) 6 mm slice
thickness with a 4 mm gap, two slices per breath-hold

Table 1 LV measurements
in 21 healthy subjects

Values are expressed as
Mean ± SD (95%
confidence interval);
ANOVA was used to test
for differences for
continuous parameters
among the three sequences;
P \ 0.05 is statistically
significant

7/3 mm 7/0 mm 6/4 mm P value

Ejection fraction (%) 67.2 ± 6.0 67.4 ± 5.3 69.2 ± 5.7 0.07
(64.5–70.0) (65.0–69.8) (66.6–71.8)

Mass (g) 119.8 ± 32.4 122.2 ± 34.0 119.8 ± 33.6 0.35
(105.1–134.5) (106.6–137.7) (104.5–135.1)

End-diastolic volume (ml) 155.8 ± 34.0 159.7 ± 36.3 157.8 ± 34.7 0.10
(140.3–171.2) (143.2–176.2) (142.1–173.6)

End-systolic volume (ml) 50.6 ± 12.9 52.3 ± 16.0 48.2 ± 12.3 0.05
(44.8–56.5) (45.0–59.6) (42.6–53.8)

Stroke volume (ml) 105.1 ± 27.0 107.4 ± 24.4 109.7 ± 27.5 0.14
(92.8–117.4) (96.3–118.5) (97.2–122.2)
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et al., using a Philips 1.5 T SSFP sequence using a

6 mm slice and 4 mm gap [1]. The normal range

published by Hudsmith et al. using a Siemens 1.5 T

SSFP sequence with a 7 mm slice and 3 mm gap

showed cardiac parameters similar to our 7/3 mm

technique [12]. Kunz et al. [8] examined left

ventricular parameters using a contiguous 8/

0 mm technique using a Siemens 1.5T SSFP

sequence, showing results similar to our 7/0 mm

contiguous technique.

There was no significant difference in LV mass

for all three sequences. The 6/4 mm technique

showed a trend towards a decreased end-systolic

volume. This is possibly due to the larger inter-

slice gap, leading to more geometric assumptions.

The 6/4 mm technique had a trend towards

an increased ejection fraction. The 6/4 mm

technique had a higher temporal resolution than

the other two techniques, and therefore the

captured end-systolic frame may be closer to the

true end-systole, resulting in higher ejection

fractions when compared to the two other

sequences with lower temporal resolution. The

lower spatial resolution of the 6/4 mm technique

(1.9 · 1.5 mm) compared to the other two tech-

niques (1.5 · 1.5 mm) may also contribute to the

observed trend for differences in LV end-systolic

volume and ejection fraction.

One would assume that although the 7/0 mm

technique has the longest acquisition time, it would

be clinically superior to the other techniques

because images are acquired contiguously, cover-

ing the entire ventricle, thus eliminating any gaps

and not relying on geometric assumptions. How-

ever, this study has shown that patient examination

time can be minimized by using technique 7/3 mm

and 6/4 mm, and result in similar and interchange-

able cardiac parameter measurement. The appli-

cation of these two techniques are therefore

valuable in a time-pressured clinical environment.

Table 2 Variability of left ventricular measurements

Intraobserver Interobserver Interstudy

Bias (95% limits of
agreement)

CoV Bias (95% limits of
agreement)

CoV Bias (95% limits of
agreement)

CoV

Ejection
Fraction (%)
7/3 mm

1.36 ± 3.43 (–5.36–8.08) 5.3 –2.75 ± 1.78 (–6.24–0.75) 2.8 2.06 ± 4.97 (–7.67–11.80) 7.8

Ejection
Fraction (%)
7/0 mm

3.14 ± 5.78 (–8.19–14.47) 9.1 –1.54 ± 2.91 (–7.24–4.15) 4.6 2.36 ± 5.40 (–8.22–12.95) 8.4

Ejection
Fraction (%)
6/4 mm

0.43 ± 2.49 (–4.45–5.31) 3.7 –1.19 ± 4.67 (–10.35–7.97) 7.2 2.47 ± 4.48 (–6.32–11.26) 6.8

Mass (g) 7/
3 mm

4.26 ± 6.67 (–8.80–17.33) 5.6 5.63 ± 10.28 (–14.51–25.77) 9.0 4.71 ± 12.21 (–19.23–28.65) 10.3

Mass (g) 7/
0 mm

1.67 ± 6.94 (–11.93–15.27) 5.8 9.07 ± 7.53 (–5.69–23.82) 6.5 –0.74 ± 10.72 (–21.75–20.26) 8.9

Mass (g) 6/
4 mm

4.18 ± 4.95 (–5.51–13.88) 4.2 4.93 ± 9.54 (–13.77–23.63) 8.3 2.21 ± 14.85 (–26.90–31.32) 12.5

End-diastolic
volume (ml)
7/3 mm

–6.61 ± 9.14 (–24.52–11.30) 6.9 10.17 ± 6.57 (–2.70–23.04) 4.6 –0.73 ± 12.62 (–25.48–24.01) 8.5

End-diastolic
volume (ml)
7/0 mm

–6.45 ± 8.15 (–22.42–9.53) 5.3 13.17 ± 8.13 (–2.77–29.10) 5.6 –1.97 ± 14.22 (–29.83–25.89) 9.5

End-diastolic
volume (ml)
6/4 mm

–5.73 ± 7.56 (–20.54–9.09) 5.0 13.09 ± 15.05 (–16.41–42.59) 10.6 0.10 ± 18.98 (–37.10–37.29) 12.8

Values are expressed as Mean ± SD (95% confidence interval); CoV = coefficient of variability; Mean and confidence
interval determined according to the Bland and Altman method [14]
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The variability measurements of this study are

comparable with those reported in the literature

[1, 3, 11–13]. Overall, our results show low

variability for all LV volumes, function, and mass

results. These variability data show that the tested

techniques are reproducible and can be used in

clinical practice.

The LV ejection fraction is a frequently used

cardiac functional prognostic factor for patients,

particularly in monitoring responses to therapeu-

tic intervention [15]. We have shown these three

techniques provide the same information regard-

less of the manufacturer. This is important for

patients receiving care in different geographical

locations or within a multi-centre trial. We have

provided evidence that may allow application and

transfer of LV volume databases based on slightly

different SSFP parameters, slice thickness and

inter-slice gaps at different MRI sites, given a

similar approach to post-processing. Future

multi-centre studies may now be in a position

to consider multi-vendor study designs for LV

volume studies, aiding recruitment.

It is probable that variability in cardiac param-

eters result from variations in operators. Intra-

and inter-operator variability studies of manual
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Fig. 2 Intraobserver variability for LV mass and LV ejection fraction using the steady state free precession sequence
without interslice gap for 7 healthy subjects (Bland-Altman plot [14])
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planning of CMR imaging resulted in insignificant

statistical differences on LV parameters [16].

Because the variations due to different operators

are insignificant, it was important to analyze if the

errors were the result of the difference in the

manufacturer, as completed in our study.

5 Conclusion

We have shown the LV volume, function, and

mass parameters acquired at 1.5T using three

SSFP pulse sequence techniques in healthy con-

trols are comparable and interchangeable. This

finding is particularly important for patients

receiving care in different geographical locations

and may allow multi-centre trials to include

multiple vendor CMR centers, optimizing patient

recruitment. However, future studies may need to

confirm our findings in patients with dilated or

hypertrophied hearts.
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